Registry-retrieval linkage provided a novel means for the validation of data, particularly for component fields. This study suggests that NJR reports may underestimate rates of revision for many types of metal-on-metal hip replacement. This is topical given the increasing scope for NJR data. We recommend a system for continuous independent evaluation of the quality and validity of NJR data. Cite this article: Bone Joint J 2015;97-B:10-18.
The National Joint Registry (NJR) for England, Wales and Northern Ireland is the largest arthroplasty register in the world, with 1.6 million records. The Consultant Outcomes Publication (COP) in orthopaedic surgery is dependent on NJR data. 3 This follows a National Clinical Audit commissioned by the Healthcare Quality Improvement Partnership (HQIP) as part of 'Everyone Counts: Offer 2'. 4 As from October 2014, the NJR will publish surgeon activity, 90-day risk-adjusted mortality and the rating of implants used for elective hip operations according to the system of the Orthopaedic Data Evaluation Panel (ODEP). 3, 5 With this increased scope for publication of NJR data, there is a need for independent validation of their dataset. Orthopaedic implant retrieval centres provide an opportunity for this. These are voluntary repositories where surgeons who undertake revision procedures can send failed components and allied clinical data for detailed analysis. Their primary aim is to determine the mechanism of failure, 6 rather than to develop an epidemiological understanding.
The purpose of this study was to link NJR records with information about explanted components held by the London Implant Retrieval Centre (RC) using these data to validate primary metal-on-metal hip procedures recorded in the NJR from its inception on 1 April 2003 until 5 November 2013.
Patients and Methods
The aims of this study were to demonstrate a methodology for the retrieval and linkage of data from the registry and to perform independent validation and quality assessment of data relating to the records of primary procedures in the NJR. We performed a cross-sectional survey of the databases of the NJR and the London Implant RC on 5 November 2013. The study had ethical approval.
A total of 67 045 primary metal-on-metal hip procedures associated with a ten-digit NHS number 7 were identified from the NJR database and 929 explanted pairs of components from the RC. Procedures performed outside the geographic area or temporal remit of the NJR or missing key fields to confirm linkage were excluded. NJR recording of primary hip arthroplasties for England and Wales commenced on 1 April 2003 and Northern Ireland joined the registry on 1 February 2013. 1 Linkage of NJR and RC records was performed using the NHS number and confirmed with a manual check of the patient's name. Discrepancies were investigated using NHS Spine, which is a collection of national applications that support exchange of information across the NHS. 8 Errors on the RC database were corrected at this stage using NHS Spine and/or direct liaison with the referring hospital or patient.
Linkage of the procedure was performed for patients using an exact match for the date of the operation and confirmed by manual checks of the manufacturer, type of implant, side, the size and reference number of the components and the name fields of the hospital. An exact match on four fields was required for linkage. This process was repeated to increase the number of linked records, by relaxing date constraints to +/-12 months and including records with missing date field entries.
Linkage of the fields was achieved by identifying those which were to be paired between the two databases. RC fields were recoded to correspond with NJR codes where required (Table I) . Statistical analysis and validation of data. Completeness, existence and accuracy checks on NJR and RC data fields were performed using SPSS Statistics version 22.0 (IBM, Armonk, New York) with common commands and syntax programming methods. Stage 1: detailed data validation. Single-variable rules were applied for the variables listed in Table I for all NJR primary procedures and for linked RC records. Descriptive statistics and frequencies were analysed to check for out-of-range or invalid values. Cross-variable and multi-case rules were applied to identify duplication of data. Missing rates were calculated for each field. The focus of this study was the validation of data and not the determination of the missingness mechanism. 9 There was no imputation for missing data and we did not exclude records because of missing data. Descriptive statistics were calculated for illustrative purposes only. Stage 2: retrieval centre random sample validation. In order to evaluate the accuracy of data entry on the RC, 5% of All statistical tests were twotailed and significance was assumed at a p-value < 0.05. Stage 4: detailed analysis of errors. Errors identified from the data validation process in stage 3 were analysed on a case-by-case basis. Patient demographic data were crosschecked against NHS Spine. Component field errors were addressed with re-examination of the implant and/or radiograph. Verification of the source was not performed for Primary Operation Date and Surgical Unit Description fields. This was due to the challenges associated with tracing case notes from up to 11 years ago from multiple hospitals across the United Kingdom.
Results
Of the 929 RC records, 52 were excluded because the primary procedure was performed before 1 April 2003 (England and Wales) or 1 February 2013 (Northern Ireland). Of the remaining 877 records, 518 (59.1%) had an NHS number that was found on the NJR database. There were 95 records that were subsequently excluded from the entire dataset due to missing primary operation date on the RC database, when linkage could not be performed. The result was that 476 of 782 (60.9%) records on the RC were successfully linked to the NJR primary database. Therefore, 306 (39.1%) records from 136 surgical units did not meet the criteria for linkage (Fig. 1) . The rate of linkage improved with time. Tables  II (NJR) and III (RC). There were no out of range or invalid values for any of the variables analysed. There were no duplicated records. The NJR had nearly perfect (> 99.9%) rates of completion of data for all fields. The lower rate for the size of the acetabular component presented in Table II was due to the use of a shell rather than a monobloc component, with only one true incomplete field entry.
Data validation Stage 1: Detailed data validation. This is provided in
The RC had > 85% data completion for 11 of 15 fields. The four component reference number fields had the poorest completion of data. Missing data were mainly due to reference numbers not being visible on the retrieved component. The remaining missing data were due to only a single component from an acetabular component: femoral head pairing being sent to the RC. For missing category numbers, 157 of 181 (86.7%) references for the acetabular component and 230/235 (97.9%) references for the femoral head were due to reference numbers not being visible. Reference numbers on femoral heads were less well completed than for acetabular components, commonly due to bone on the retrieved femoral head obscuring the reference (Fig. 2) . Other reasons included reference numbers scratched off (in vivo or during explantation) or never etched on the component during manufacture. Stage 2: RC random sample validation This is summarised in Table IV . Errors of data entry were found in two of 15 fields examined. The error rates were 2/44 (4.6%) for the date of the primary operation and 1/43 (2.3%) for the description of the surgical unit. Errors were typographical or due to incorrect data re-coding during field-level linkage. No data-entry errors were detected for any component fields.
The reasons for missing data were described above. The date of the primary procedure was frequently missing (five of 49 cases (10.2%)) due to this not being supplied by the revision surgeon. A description of the surgical unit was universally supplied, with four of 49 (8.2%) missing cases explained as ambiguous data that could not be re-coded to correspond with the NJR field codes.
Stage 3: validation of linked records
This is presented in Table V . There was a high error rate for outcome code, with 79 of 476 (16.6%) of NJR primary procedures incorrectly recorded as 'unrevised' or 'death'. There were low rates of disagreement for demographic data fields (date of birth 10/476 (2.1%); gender 0/476 (0.0%); surgical unit description 5/445 (1.1%)), except for the date of the primary procedure (12.2%). For component fields, the rate of disagreement varied from 0% for the brand of the acetabular component to 21.4% for the size of the femoral head. Error rates for batch numbers tended to be higher than for category numbers.
Stage 4: detailed analysis of errors
Re-examination of components did not find any errors of data entry at the RC (Table VI) . Consequently all errors relating to component details were attributed to the NJR. Category number is a critical field on the NJR and automatically generates many component fields. Errors in the component fields could therefore be attributed to either the selection of an incorrect category number or an error in the catalogue. For example, 83 of 98 (84.7%) errors in the field for the size of the femoral head could be explained by an error in the Articular Surface Replacement (ASR; Depuy, Warsaw, Indiana) catalogue where odd component sizes were rounded down to the nearest even number. Examination of the outcome code field found one procedure coded as 'death'. The remainder (n = 78) were coded as 'unrevised'. This may be due either to the reporting of a revision to the RC only and not to the NJR, or an inability to link procedures due to lack of an NHS number. Missing rate %, number missing / total number of records x 100; Max, maximum; Min, minimum; OOR, out of range; SD, standard deviation; Valid, total number of records (n = 67 045); number OOR, number missing Descriptive statistics for 67 045 records of metal-on-metal primary procedures recorded on the National Joint Registry from 1 April 2003 to 1 November 2013. Records without NHS numbers were excluded as they were not eligible for linkage
Discussion
This study has provided the first large-scale linkage of registry and retrieval data in orthopaedic surgery. It represents an independent assessment of the quality of data in the NJR in regards to one aspect of the registry, namely primary procedures undertaken on metal-on-metal hip arthroplasties. We Missing rate %, number missing / total number of records x 100; Max, maximum; Min, minimum; OOR, out of range; SD, standard deviation; ODEP, Orthopaedic Data Evaluation Panel; Valid, total number of linked records (n = 476); number OOR, number missing Descriptive statistics for 476 records linked between National Joint Registry and RC. Linkage was performed on a patient-level using NHS number and then on a procedure-level as indicated in the methods found that NJR data for the primary procedure had nearly perfect completion. However, we were unable to link more than one third of primary procedures recorded on the RC (306/782 procedures (39.1%)) and identified a high error rate for outcome coding on the NJR (79/476 erroneous records (16.6%)). These two findings may represent an underestimation of the rate of revision for many types of metal-on-metal components on the NJR. This is an important finding due to the influence of published NJR data on our understanding of the surgical, implant design and patient factors that affect performance in joint replacement surgery. These errors will be particularly important if the NJR expands its reporting of surgeon-level data and may be a major factor in the interpretation of the activity of a given surgeon.
The absence of a Unique Device Identifier (UDI) 12 meant that we required matches on many criteria in order to create a link between a primary procedure and an explanted component. The initial ability to match on a patient-level using the unique NHS number allowed us to restrict the number of possible linkages for a given patient. This stage also excluded 359 patients from the possibility of any linkage. These patients either did not have their primary procedure reported to the NJR or had it reported without an NHS number. This may be consistent with the poor compliance and 'linkability' reported by the NJR in its early years. For example, compliance was only 64.7% and linkability 20% in 2003 (Fig. 3) .
1,2
However, the fewest number of records were entered during this period. Strict criteria to accept linkage were essential to avoid making an incorrect link. The date of the primary procedure was a key field for linkage, but was often poorly or inaccurately completed by surgeons submitting to the RC. This may be because revision surgeons were often not responsible for and/or from units remote to the primary procedure. We did not perform linkage where there was uncertainty. We are extending the verification of the source of the initial operation as part of our retrieval analyses in order to improve the recording of the date of the primary procedure.
The NJR requires linkage of a primary procedure to a revision procedure for an outcome code to be changed from 'unrevised'. This is reliant on compliance from the unit where the revision is undertaken, patient consent and linkability. Linkability is defined as the number of records associated with an NHS number divided by the total number of records on the NJR. The NJR 11th annual report quotes compliance of 99%, patient consent of 91.8% and linkability of 95.1% for 2013/14.
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We identified one record incorrectly classified as 'dead', rather than 'revised'. This is an important case to highlight given the forthcoming publication of surgeon-specific riskadjusted mortality. We doubt that this is an isolated case, and even small numbers of errors may have a marked impact on the rates of mortality for low-volume arthroplasty surgeons. The ability of NJR data to account for confounders adequately is disputed. 13 Surgeons are given the opportunity to review their data using a feedback system available through the password-protected section of the NJR website. Our findings suggest that it is advisable for surgeons to validate their own records and to inform the NJR of any discrepancies.
The number of revision procedures referred to the RC and not the NJR is difficult to quantify. It might be expected that where a surgeon has made a voluntary referral to the RC, he or she would also have fulfilled their compulsory obligation to refer to the NJR. However, whilst the RC deals almost exclusively directly with the referring surgeon, the NJR is typically provided with data through a system of data entry clerks. This chain may be responsible for some of the unlinked cases.
The highest error rate for any field was in the recording of the size of the femoral head (21.4%). Examination of these records found that 83/98 (84.7%) discrepancies were due to rounding down of odd-numbered ASR head sizes by 1 mm to the nearest even number. The two studies where NJR data were used to measure the effect of the size of the femoral head on the failure rate of metal-on-metal hip arthroplasties 14, 15 are unaffected by this because they used even-numbered groupings.
The remaining discrepancies for this field and errors for the category number fields are of greater clinical significance because they reflect a different component being recorded on the NJR to that which was retrieved Table VI. However, more precise quantification is required. This is an extensive process that will require analysis of individual patient records, investigation of the processes for the collection of NJR data and examination of NJR implant catalogues.
We acknowledge that failure to identify incorrect linkage is not impossible with the design of this study. However, since we used strict criteria and performed manual checks, we feel that this is unlikely. The requirement for a perfect match to link records would eliminate the problem of incorrect linkage, but would also mask errors and so was not performed.
Errors in the batch number fields were due to fictitious data being entered into free-text fields on the NJR. These are important discrepancies, because they may prevent the possibility to trace patients who have received an implant from a defective batch. We are not aware of any manufacturer that publishes guidance on how it formats batch numbers. We recommend that this information should be available in the public domain and supplied to both the NJR and RCs.
Errors in the date of birth field were exclusive to the RC and found to be easily corrected using NHS spine. This process has since been incorporated into the source verification protocols undertaken by the RC. Discrepancies in the recording of the date of the primary procedure are also likely to lie with the RC, given that referrals are from the revision surgeon, as discussed above. The NJR faces the same difficulties with unlinked procedures on their revision database. Our early analyses suggest that the RC performs similarly to the NJR revision database for this field.
This study has presented novel methodology for the validation of a hip arthroplasty register using retrieved implants. The methods can be generalised to other regions where a RC has been established and unique patient identifiers are used. The study provides particularly robust validation for component fields. The careful cataloguing of retrieved components renders them available for scrutiny indefinitely.
We acknowledge that this is a cross-sectional survey and provides observational data. However, reports from arthroplasty registers are a major influence on the interpretation of the performance of arthroplasties 16 and it is essential that any data upon which reports are based are entirely accurate. We recognise the difference in scale between the RC and the NJR. Linked cases in this study represent approximately 1% of all primary metal-on-metal hip procedures recorded in the NJR.
The RC is independent of the NJR. Linkage to the NJR was not contemplated when the RC began collecting implants and the rationale for collecting implants is different to the NJR. The primary aim of the RC is to determine the mechanism, rather than the rate, of failure. In addition, it is a different type of organisation, being a surgeon-led research collaboration within an NHS hospital -university partnership, rather than a government initiative aimed at governance and funded through industry.
Registry-retrieval linkage provided a novel means for validation of one aspect of an arthroplasty register. We found nearly perfect completion for NJR records of primary metal-on-metal hip arthroplasties. However, the NJR is likely to have underestimated rates of revision for metalon-metal hips. A record of the primary procedure was not identifiable on the NJR in 39.1% of retrieved components. The NJR incorrectly coded the outcome following primary surgery in 16.6% of linked cases. These errors are relevant given the increasing scope for the application of NJR data. We recommend a system for continuous independent evaluation of the quality and validity of NJR data. Surgeons should ensure that their information is accurately recorded.
Supplementary material
A table showing outcome coding and a list of 108 hospitals that submitted components to the London Implant Retrieval Centre and allowed this study to be performed is available alongside the online version of this article at www.bjj.boneandjoint.org.uk. Histogram showing that 476 out of 782 eligible procedures on the Retrieval Centre database were linked to a primary procedure recorded with the National Joint Registry (NJR). Linkage rates were poor for the early years of the NJR and improved considerably from 2005. This is consistent with poor compliance and linkability reported in early NJR reports.
